Experiments were performed on the 100-J class Optical Sciences Laser (OSL) at LLNL to characterize the saturation fluence and small-signal gain of a solid-state Nd:glass amplifier utilizing LG-750 and LG-770, an amplifier glass developed for the National Ignition Facility (NIF). These high quality measurements of gain saturation at NIF level fluences, i.e., 10-15 J/cm2, provide essential parameters for the amplifier performance codes used to design NTF and future high power laser systems. The small-signal gain, saturation fluence and square-pulse distortion were measured as a function of input fluence and pulse length in platinum-free LG-750 and LG-770. The input fluence, output fluence, small-signal gain and passive losses were measured to allow calculation of the saturation fluence. Least squares fits of the output vs. input fluence data using a Frantz-Nodvik[l] model was used to obtain an average saturation fluence for each data set. Overall, gain saturation in LG-750 and LG-770 is comparable at long pulse lengths. For shorter pulse lengths, <5 ns, LG-770 exhibits a stronger pulse length dependence than LG-750, possibly due to a longer terminal level lifetime. LG-770 also has a higher cross-section, which is reflected by its slightly higher extraction efficiency.
INTRODUCTION
The characteristics of neodymium doped glasses under saturated gain conditions are important when calculating the energy parameters of amplifier systems and in determining the energy that can be extracted from an active medium. [2] [3] [4] [5] [6] Saturation of a glass amplifier is a function of the input fluence, the laser pulse shape and duration, wavelength, bandwidth, and polarization of the extracting beam, the relaxation rates in the laser glass, the operating temperature, etc. . All of these parameters affect the extraction efficiency, which in turn affect the laser cost. Accurate saturation models are essential for the amplification codes used to design NIF and future highpower laser systems.
In a glass, the environment around each ion can differ due to local variations in the crystal field. This results in site-to-site differences in the energy levels and the radiative and nonradiative transition probabilities of the individual ions. The superposition of the individual states broadens the homogeneous linewidth of the glass. The fluorescence line width of a glass is a measure of the extent of the Stark splitting of the initial and final energy levels and inhomogeneous broadening resulting from the site-tosite variations in thecrystal field. This width is determined by the glass network-forming and networkmodifying ligands -the more uniform the coordination shell around the ion, the narrower the fluorescent line width. Performance of neodymium-doped glass amplifiers is complicated by the Stark splitting and inhomogeneous broadening of the levels of the 4F312 to 'l/2 lasing transition [7] [8] [9] , spectral migration of energy between excited centers [8-1 1] , scatter of the stimulated transition cross sections for the Stark components of individual ions [8, 9, 12] , dependence of the cross sections on the polarization of laser radiation [13] [14] [15] [16] [17] [18] , etc.
In the 1.06 im Nd-doped glass lasing transition the active upper level 4F312 is split into two Stark components and the lower level 4'i 112 is split into six components, as shown in Fig. 1 . The luminescence line of a Nd3+ ion consists of 12 superimposed spectral components with different intensity Consequently, simulation of the energy extraction for multitransition, inhomogeneously broadened lines is difficult and uncertain because the positions, widths, strengths, and correlations of the individual transitions are not accurately known.
Numerous experimental studies and modeling of gain saturation and extraction efficiency in Nd:glass are reported in the literature [1, 4, 13, [16] [17] [18] [19] [20] The most relevant studies for our purposes are those of Martin and Milam[18, 23, 25] and Yarema and Milam[17, 24] , in which a thorough study was made of gain saturation in Nd-doped silicate, phosphate and fluorophosphate glasses as a function of fluence, wavelength, and pulse duration. Several important observations were made in these experiments. The measured saturation fluence showed a small but distinct pulse length dependence, attributed to the finite relaxation time of the terminal level. The saturation fluence was observed to increase as a function of input fluence. In general, the saturation fluence was found to be less than hv/y, where v is the frequency of the extracting radiation.
Calculations of the saturation fluence for the 4F312 to 1/2 transition are generally made using the Frantz-Nodvik equation, which takes the following form for a homogeneously broadened medium and a collimated beam in the absence of passive losses[lJ: E0t = Esat ln(1 + ol(Ein/Esat 1)) , (1) where and E0,, are the fluence at the input and output to the amplifier, respectively, g0 is the small signal gain, 1 is the length of the amplifying medium; Esat = hv/a, is the saturation fluence for a 
where K is a degeneracy factor, defined as a ratio of the degeneracies for the upper 4F312 and lower 112 Nd levels, and is presumed to be the same for both ions. The two-ion system is modeled by dividing the sample into spatial slices of gain much less than 1. 1, applying the Frantz-Nodvik eqn. to calculate the gain calculation for each slice, taking losses at the input and output corresponding to any fixed losses, and then doing the amplification by the two ions one after the other. The extracting beam is propagated through a slice once to extract the first set of ions, giving the first saturation fluence. The beam is then propagated through a second time to extract the second set of ions, providing a second saturation fluence. The process is repeated until the entire medium has been extracted. The variables F, K, and are varied to fit the experimental data. While this model does not provide one unique fit, it does fit the data with more accuracy than a single saturation fluence since the model phenomenologically accounts for variation of the saturation fluence with beam fluence.
The terminal level lifetime is also an important parameter in determining the extraction efficiency of a glass amplifier, as the magnitude of the pulse length relative to the lifetime determines whether the system operates as a three or four level laser. When the pulse length is comparable to the terminal level lifetime, the upward and downward transition rates at the laser frequency compete, thus the metastable population in the '3/2 level becomes bottlenecked during extraction, and the laser approaches a three level operating condition. This effect also reduces the effective saturation fluence encountered by an extracting pulse in an amplifier. A phenomenological expression developed to describe the impact of the lower level lifetime on the saturation fluence in LG-750 is given by [47] :
where E0 is the saturation fluence for a four level system, g is the upper level degeneracy, gi is the lower level degeneracy, t,, is the pulse length, and 1/2 is the terminal level lifetime. Bibeau, et.al., determined this lifetime to be on the order of 225 ps for most phosphate glasses. LG-750, and should be applicable for other glasses with similar or better homogeneity.
EXPERIMENT
Experiments in the OSL were designed to characterize the saturation fluence and small-signal gain of a solid-state Nd:glass amplifier utilizing a proposed NIF amplifier glass, LG-770. The initial experiments were performed in platinum-free LG-750 to allow comparison of the results taken with the new experimental set-up with previous measurements [17] . This also provided the first off-line measurements of the saturation fluence at NIF level fluences, i.e., 10-15 J/cm2. The experimental set-up used is shown in Fig. 2 . The best-suited readily available amplifier chassis for these measurements holds a 2.5-cm diameter by 26-cm length rod with an active gain length of 20.3 cm. The rods were cut with parallel 6°w edges on each end to prevent internal reflections. Both ends of the rods were coated with high damage threshold AR coatings. The test rods were pumped by a six xenon flashlamps connected in series to a circuit with 50 jiF and 300 iH. The resulting flashlamp pulse was 367 j.tsec in duration at the 10% point. This provided a gain of 15 at the peak of the curve. The gain was varied by shifting the timing of the extraction pulse relative to the peak with good reproducibility. The 1053-nm input beam was produced by a 100-ns Q-switched Nd:YLF oscillator. Different pulse lengths were sliced from the 100-ns envelope by a Pockels cell with a 100 ps rise and fall time. These were amplified to provide an input fluence of up to 6 J/cm2 at the input to the test amplifier. The beam was collimated to a 2-cm diam. to maximize extraction, while minimizing radial pump effects. Both LG-750 and LG-770 amplifier rods were cut from glass poured for amplifier slabs with 2% Nd doping level. As a result, it was necessary to put a Gaussian crown on the input spatial beam profile in order to obtain a flat top spatial beam profile at the output of the experiment saturation amplifier. Representative input and output beam profiles are shown The input fluence, output fluence, small-signal gain and passive losses were measured for each shot. Calorimetry was performed over the central 13 mm of the beam to eliminate regions of varying intensity in the skirt of the beam. This was accomplished by independently aperturing each beam before the Scientec 38-01 1 1 calorimeters, being careful to sample the same region of the beam in both cases. The calorimeters were fed by paths that contained only bare fused silica wedges, and a p-polarized beam was used so the percent of each pulse that arrived at each calorimeter could be accurately calculated from measurements of the incident angles. The spatially averaged fluence in the diagnostic beams was calculated as the ratio of the transmitted energy to the area of the aperture. The aperture diameters were measured by an optical comparator to 0.15%. Fluences in the diagnostic beam were related to the fluences in the main beam through the Fresnel coefficients of the bare fused silica splitters that provided the diagnostic beams. The combined error on each fluence, including the aperture size, Fresnel reflectivity, calorimeter, signal amplifier and Labview recording system was 1 % per fluence for calorimeter energies 20 mJ and 2% for energies < 20 mJ. The pulse shape was recorded before and after amplification via fast photodiodes and SCD5000 oscilloscopes with a resolution of approximately 3 GHz bandwidth. Fast photodiode traces provided a record of temporal pulse distortion due to gain saturation. Beam profiles were recorded at the input and output of the amplifier by Cohu 4800 CCD cameras for each shot.
The rod transmission was measured by three independent means. First the rod transmission was measured off-line in the Nova photometry facility. In the second method, the in situ rod transmission was measured using the experimental set-up shown in Fig. 4 . A mirror was placed at the input of the test amplifier and the incident beam was retro-reflected back on itself. The light reflected off the bare surface splitter in each direction into integrating diodes. The mirror was then moved after the test amplifier, and the signals were measured. The ratio of the signals provided a measure of the double-pass passive loss in the rod. A third measure of the passive loss was obtained periodically by measuring the ratio of the transmitted main beam fluence to the incident main fluence without firing the saturation amplifier. The 
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To measure the small-signal gain on each shot, a percentage of the pulse was split off early in the OSL amplifier chain, and was delivered to the experiment table 40 ns before the arrival of the main extraction pulse. The probe beam pulse length was the same as the extraction pulse. Probe energy was adjusted to be in the small signal gain regime, with -10 mJ of energy for the 17 ns pulse length. The probe beam was s-polarized, and inserted into the saturation amplifier by reflection off the bare fused silica output diagnostic splitter, as shown in Fig. 2 . The use of s-polarization provided isolation of the probe beam from the rest of the p-polarized laser chain, and was experimentally verified to have no effect on the small-signal gain measurement. The input energy of the probe beam was measured via an integrating photodiode looking at the light transmitted through the injection splitter. The reflected probe beam propagated through the saturation amplifier in the opposite direction of the extraction pulse. The smallsignal gain probe beam was also 13 mm in diameter, and probed the same spatial region of the rod as sampled by calorimetry. The amplified probe beam energy was measured by a second integrating [ We have also modeled the data using the two-ion model. Using this method, alocus of fits can be obtained that accurately fit the data. To narrow in on the best fit, a least square optimization routine was used to minimize the standard deviation. Modeling was performed for the high-fluence OSL data, lowfluence OSL data and the Yarema-Milam data. All three data sets can be fit with similar parameters. The best fit to the current OSL data set, with residual .(B J/cm2, is shown in Fig. 7 . In each case, one ion type makes up approximately 82% of the population with a saturation fluence of 2.40 J/cm2. The remaining 18% of the population is in the second fraction, with a saturation fluence of 7.87 JIcm2. LG..750.
LG-770
For long pulse lengths, i.e., pulse length >> terminal level lifetime, gain saturation in LG-770 is comparable to that in LG-750, as shown in Fig. 9(a) . (Fig. 8) , The most significant difference between the LG-770 and LG-750 parameters is the terminal level lifetime required to fit the data. A terminal level lifetime of -1.7 ns is required to fit the data from all three pulse lengths. This value can be reduced to 0.43 ns by eliminating the 5 ns data, which has a larger amount of scatter than the other data sets and could erroneously influence the fitting routine. It should be noted that there were no experimental irregularities in the 5 ns experiments to account for this scatter, however, this does provide a lower bound for the lower level lifetime. The longer terminal level lifetime in LG-770 could cause a reduction in extraction efficiency for short pulse lengths. However, this effect is somewhat mitigated by the fact that LG-770 has a higher cross-section than LG-750. The extraction efficiency vs input fluence for LG-750 and LG-770 is plotted in Fig. 1 1. A summary of the calculated parameters for LG-750 and LG-770 is given in Table 2 .
The long terminal level lifetime in LG-770 is unexpected as measurements of similar Nd:doped phosphate glasses have predicted terminal level lifetimes that are less than 300 ps.
[48] However, the terminal level lifetime can be affected by the composition of the glass. The terminal level lifetimes of four Nd:doped phosphate glasses and one Nd:doped crystal are given in Table 2 We have reproduced previous saturation data in LG-750 and extended the data to output fluences up to 15 J/cm2. The data has been successfully modeled with both one and two-ion saturation fluence models, and is consistent with previous results at low fluence. The data indicates that the saturation fluence increases linearly as a function of output fluence, requiring a higher saturation fluence than expected to accurately model the data for high output fluence. This is consistent with the fact that the cross-section is an ensemble average, thus a different group of ions may be extracted at high fluence. For long pulse lengths, i.e., pulse length >> terminal level lifetime, gain saturation in LG-770 is comparable to that in LG-750.
LG-770 appears to have a longer terminal level lifetime than LG-750, which affects extraction efficiency for short pulse lengths. This effect is somewhat mitigated by the higher cross-section value in LG-770. 
